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ABSTRACT 

Ground-based  airglow  measurements  at  557.7  nm  were  conducted  during 
the  SECEDE  II  barium  cloud  releases  to  gather  information  on  a  proposed 
coupling  between  the  ion  clouds  and  the  E-layer  through  charge  transport. 
The  twilight  background  signal  at  release  time  was  found  to  be  too  large 
for  measuring  the  small  effect  with  the  available  equipment.  After  the 
tests  the  field  data  were  used  in  an  instrument  performance  study.  The 
results  of  this  study  will  be  useful  in  designing  equipment  for  future 
measurements  of  this  type. 

On  two  of  the  events  a  strong  signal  was  recorded  at  557.0  nm.  The 
identity  of  this  signal  which  appeared  about  10  min  after  release  time 
has  not  been  established. 
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I.  INTRODUCTION 


1* 

According  to  a  paper  by  Haerendel,  Lust,  and  Rieger,  the  motions, 
expansions,  and  distortions  of  artificial  upper  atmospheric  ion  clouds 
cannot  be  properly  understood  without  considering  the  effects  of  a  charge 

transport  coupling  between  the  clouds  and  the  atmospheric  E  and  F  regions. 

2 

Stoffregen  found  supporting  evidence  for  the  proposed  coupling  by 
recording  4- to- 10  percent  airglow  intensity  variations  at  557.7  nm  with 
about  1  min  duration  times  after  cloud  release.  Airglow  changes  are  to 
be  expected  since  theory  calls  for  E-layer  electron  density  variations 
within  the  magnetic  shadow  area  of  the  ion  clouds. 

An  experiment  similiar  to  Stoffregen' s  was  set  up  for  the  SECEDE  II 
tests  in  Florida  during  January  and  February  of  1971  to  verify  and  cali¬ 
brate  the  airglow  effect.  Due  to  the  large  twilight  background  that  was 
present  at  release  time  it  was  not  possible  to  obtain  airglow  data  of 
sufficient  quality  to  detect  variations  of  the  size  reported  by  Stoffregen. 
After  the  tests,  an  analysis  was  made  on  the  field  data  to  determine  the 
measurement  limitations  imposed  by  the  adverse  conditions  encountered. 

These  limitations  were  then  applied  to  several  optical  instruments  to 
optimize  their  performance  for  measurements  of  the  type  described.  The 
first  half  of  this  report  gives  a  brief  summary  of  the  SECElE  II  tests 
and  the  second  half  gives  the  results  of  the  performance  study. 

II.  SECEDE  II  FIELD  MEASUREMENTS 

A  tilting  filter  photometer,  a  nontilting  photometer,  and  a  pressure 
scanning  Fabry-Perot  interferometer  were  used  during  the  SECEDE  II  airglow 
tests.  The  optical  layouts  for  these  are  given  in  Figures  1  through  3. 

The  operation  of  tilting  filter  instruments  is  covered  in  Reference  3  and 


* 


References  may  be  found  on  page  16. 
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Figure  !.  Tilting  Photometer  Optical  Layout 


Figure  2.  Non-Tilting  Photometer  Optical  Layout 
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Figure  3.  Fabry-Perot  Interferometer  Optieol  Layout 
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Fabry-Perot  type  instruments  in  References  4  and  5.  Sixty-millimeter 

optical  plates  were  used  in  the  interferometer.  These  were  flat  to  A/80 

(limiting  finesse  N,  =  40)  and  had  reflectivities  of  89  percent  at  558  nm 
Q  * 

(reflecting  finesse  =  27) . . 

Tilting  Photometer  Data 

Data  were  taken  with  this  instrument  for  three  events.  In  each  case 
the  twilight  continuum  (background)  radiation  was  too  intense  to  detect 
the  comparatively  Weak  557.7  nm  airglow  line  at  the  time  of  cloud  release. 
Signal-to-background  (S/B)  ratios  were  later  determined  to  have  been 
between  0.005  to  0.02. 

After  cloud  formation,  the  instruments  were  kept  operating  until 
nighttime  conditions  prevailed.  On  two  of  the  events  progressively  severe 
optical  interference  was  recorded  as  the  position  of  the  drifting  neutral 
cloud  approached  the  photometer's  line  of  sight.  The  characteristics  of 
the  interference  were  a  temporary  enhancement  of  the  background  (by  as 
much  as  a  factor  of  2)  and  the  appearance  of  two  spectral  lines.  One  of 
these  emissions  was  readily  identified  as  the  553.5  nm  resonance  line  of 
neutral  barium.  The  other  line  has  not,  as  yet,  been  identified. 

The  recorded  wavelength  of  the  unknown  feature  is  557.0  ±  0.2  run. 

No  barium  cloud  or  airglow  lines  listed  in  the  literature  correspond  to 
6  7 

this  value.  Some  doubt  exists,  however,  whether  the  recorded  wave¬ 
length  is  correct.  This  uncertainty  is  due  to  the  recorded  halfwidth  of 
the  feature  being  considerably  less  than  the  1.8  nm  transmission  halfwidth 
of  the  interference  filter  that  was  used. 

A  narrow  signal,  such  as  was  observed,  can  possibly  be  explained  as 
due  to  second  order  transmission  effects.  A  study  of  the  filter  wings 
verified  that  the  filter  does,  in  fact,  have  a  small  but  suitably  narrow 
secondary  transmission  peak  near  278.5  nm  (half  of  the  recorded  wavelength). 

O 

In  addition,  the  MIT  wavelength  tables  give  278.5  nm  as  the  wavelength  of 
a  nonresonance  barium  emission  line. 

•k 

Overall  finesse  gives  the  maximum  number  of  spectral  elements  that  can 
be  measured  (resolving  power  per  unit  interference  order).  This  value 
depends  on  plate  flatness ,  reflectivity ,  scanning  aperture  size }  and 
plate  alignment.  The  effect  of  these  factors  can  be  separated  and 
separate  finesses  such  a3  N ^  and  above  can  be  assigned  to  them. 
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A  definitive  experimental  test  to  determine  the  likelihood  of  having 
detected  the  barium  line  in  question  would  be  'o  compare  the  SECEDE  data 
with  the  response  of  the  photometer  to  a  barium  lamp  emitting  that  line. 

No  suitable  lamps  were  readily  available  at  this  laboratory.  A  less 
definitive  test,  however,  was  attempted  by  illuminating  the  photometer 
with  the  output  beam  of  a  l/2m  Ebert  monochromator  set  at  278.5  nm.  The 
response  of  the  photometer  to  this  imitation  line  source  failed  to 
satisfactorily  duplicate  the  field  data  characteristics  of  the  unidentified 
line. 

The  possibility  of  stray  light  reaching  the  detector  from  outside  the 
field  of  view  was  also  considered.  No  obvious  way  for  this  to  occur  was 
discovered,  but  this  possibility  cannot  be  entirely  ruled  out. 

If  the  unidentified  emission  line  (recorded  on  two  separate 
occasions)  was  genuine,  its  presence  may  have  some  significance  to  barium 
cloud  chemistry. 

Figure  4  gives  early  and  lat:  time  data  for  event  Plum  using  repeated 
scans  from  558  to  540  nm.  The  late  time  data  show  typical  nighttime 
response  of  the  tilting  photometer  to  the  ever  present  546.1  nm  Hg  line 
(scattered  city  lights)  and  the  557.7  nm  green  airglow  line.  The  early 
data  show  the  Hg  line  and  the  two  neutral  cloud  emissions  shortly  after 
the  time  of  the  clouds  closest  approach  to  the  line  of  sight.  The  airglow 
line  is  probably  present  but  is  obscured  by  the  much  stronger  unknown 
emission  line. 

Interferometer  Data 

When  operated  with  a  1.0  nm  bandpass  filter,  a  free  spectral  range 
of  0.3  nm,  and  an  overall  finesse  of  7,  the  effective  transmission  band¬ 
width  of  the  interferometer  was  about  0.15  nm  (12  times  smaller  than  the 
tilting  filter  system).  This  produced  larger  S/B  values.  The  luminosity 
or  throughput,  however,  was  8  times  lower.  As  a  result,  the  interfer¬ 
ometer  produced  only  marginally  better  signal-to-noise  (S/N)  values  at 
release  time. 
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Figure  5  gives  early  and  late  time  data  for  event  Spruce.  The  late 
time  data  show  the  interferometer  response  to  the  nighttime  airglow  when 
no  excess  background  radiation  was  present.  The  early  data  show  the 
response  7  min  before  cloud  release,  the  background  then  being  650  times 
more  intense.  The  10  percent  variation  in  the  early  data  cannot  be 
interpreted  as  due  to  the  green  line  which  should  have  comprised  about 
1  percent  of  the  recorded  signal.  Instead  it  appears  to  be  due  to 
spectral  intensity  variations  in  the  twilight  continuum  near  558  nm. 

This  conclusion  is  supported  by  the  fact  that  the  variation  halfwidth  is 
much  greater  than  the  airglow  halfwidth  in  the  late  data  and  because  the 
variation  intensity  was  proportional  to  the  decreasing  background  signal 
for  more  than  two  orders  of  magnitude. 

Nontilting  Photometer  Data 

This  instrument  was  used  for  the  first  two  events  as  an  auxiliary 
monitor  of  the  553.5  nm  barium  line.  Neutral  cloud  interference,  recorded 
with  the  tilting  photometer,  was  also  detected  with  this  instrument. 

For  the  last  two  events  the  output  of  the  nontilting  photometer  was 
amplified,  inverted,  and  mixed  with  the  output  of  the  Fabry-Perot  pro¬ 
viding,  in  effect,  a  variable  zero  suppression  control  -  the  suppression 
being  proportional  to  the  rapidly  changing  background  intensity.  This 
method  of  eliminating  the  unwanted  background  component  from  the  overall 
signal  worked  well  in  practice.  A  slight  degradation  in  the  S/N  ratio 
from  mixing  the  two  signals,  however,  was  unavoidable  (in  this  case  of 
no  consequence  since  too  much  noise  was  already  present).  Refinements 
of  this  technique  using  synchronous  (phase- locked)  detection  will  be 
discussed  in  the  next  section. 

III.  PERFORMANCE  STUDY  RESULTS 

The  low  S/B  and  S/N  values  of  the  data  taken  indicated  the  need  for 

instruments  with  better  background  rejection  and  greater  sensitivity. 

3  9  11 

On  the  basis  of  high  luminosity  to  effective  passband  (L/AX)  ratios  ’  ’ 
three  spectrophotometers  were  chosen  for  consideration  as  being  most 
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gure  4.  Tilting  Photometer  Data,  Event  Plum.  Early  Data  at  Barium  Release 
Time  +  12  Mins.,  Late  Data  at  Release  Time  +  30  Mins. 
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Figure  5.  Interferometer  Dota,  Event  Spruce.  Early  Data  at  Barium  Release  Time 
— 7  mins.,  Late  Data  at  Release  Time  +  32  Mins. 
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suitable  for  SECEDE  II  type  airglow  measurements.  This  selection  criterion 

is  useful  when  background  shot  noise  dominates  other  forms  of  noise  in  the 

1/2 

recorded  signal.  The  S/N  ratio  is  then  directly  proportional  to  (L/AX) 
where,  by  definition, 

L  =  ADt 

o 

and 

AX  =  JT  t(X)/tq  dX  . 

A  is  the  cross-sectional  area,  S2  is  the  solid  angle  (field  of  view)  of  the 
the  beam  inside  the  instrument,  and  t(X)  is  the  spectral  transmittance 
with  peak  value  t  . 

To  predict  and  optimize  their  performance,  parametric  studies  were 
done  on  each  of  the  selected  instruments.  The  results  of  these  studies, 
given  in  the  Table,  are  based  on  the  following  conditions: 

(1)  557.7  nm  airglow  brightness  =  150  rayleighs  (1  rayleigh  = 

4tt  megaphotons/cm2-sec-ster) 

(2)  background  brightness  =  104  rayleighs/nm 

(3)  effective  detector  quantum  efficiency  =9.4  percent  (S-20 
response  with  a  75  percent  collection  efficiency12) 

(4)  measurement  bandwidth  Af  =  0.125  Hz 

•t  * 

(5)  field  of  view  <2.2  x  10"'5  ster  (full  cone  angle  <3  degrees). 
Conditions  1-4  were  chosen  from  SECEDE  II  data  as  representing  a  realistic 
worst  case  situation.  Condition  5  limits  spatial  resolution  to  dimensions 
less  than  the  size  of  moderately  small  (6  km)  clouds  projected  to  the 

E- layer  at  an  altitude  of  100  km. 

IV.  DISCUSSION  AND  CONCLUSIONS 

To  detect  a  4  percent  change  in  airglow  intensity  a  S/N  ratio  *25  is 
necessary.  For  dc  detection  this  limit  is  satisfied  by  all  the  instru¬ 
ments  in  the  Table.  The  S/B  ratios,  however,  are  unacceptably  low, 

The  inherent  luminosity  of  a  Girard  grille  spectrometer  is  substantially 
greater  than  that  of  any  of  the  instruments  chosen  for  this  study. The 
3  degree  cone  angle  restriction ,  however,  put  it  at  a  disadvantage  with 
respect  to  the  other  instruments  and  it  was,  therefore,  not  considered. 


13 


Table  of  Predicted  Performance  of  Several  Airglow  Spectrophotometers 
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especially  for  the  filter  photometers.  By  modulating  the  airglow  signal 
and  recovering  the  ac  components  or  by  using  synchronous  detection  the 
unwanted  background  could  be  eliminated.  These  methods  utilize  only  50 
percent  of  the  available  signal,  however,  and,  since  the  dominant  back¬ 
ground  noise  would  remain  unaffected,  the  S/N  ratios  would  suffer  a  2-to-l 
reduction.  According  to  the  last  column  in  the  Table  the  small  aperture 
filter  photometer  and  Fabry-Perot  interferometer  would  then  be  unacceptable. 

Of  the  remaining  options  in  the  last  column  synchronous  detection  is 
best  suited  for  the  birefringent  filter  photometer  -  line  modulation  being 
achieved  by  simple  rotation  of  a  Polaroid  plate.  The  attainable  S/N  ratio 
of  40  would  be  sufficient  for  measuring  the  small  airglow  changes  associated 
with  artificial  ion  cloud  releases. 

Synchronous  detection  for  the  large  interferometer  need  not  be 
seriously  considered.  Modulation  of  the  airglow  line  at  narrow  plate 
separations  could  be  difficult  to  implement  and  the  attainable  S/N  ratio 
would  not  be  better  than  that  of  the  birefringent  photometer  anyway  unless 
larger  and  more  costly  interferometer  plates  were  used. 

Less  objectionable  would  be  synchronous  detection  for  the  filter 
photometers.  Direct  oscillation  of  the  filter  or  filter  assembly  would 
be  acceptable  although  the  cycling  rate  would  be  restricted  to  rather 
low  values.  A  more  attractive  method  that  avoids  this  limitation  would 
be  to  use  a  dual  beam  photometer  with  alternate  sampling  -  one  beam  being 
tuned  to  the  airglow  line  and  the  other  to  a  nearby  wavelength  that  sees 
only  the  background.  Another  possibility  would  be  to  have  a  dual  instru¬ 
ment  look  at  adjacent,  nonoverlapping  areas  of  the  sky,  one  of  which  would 
coincide  with  the  E- layer  supposedly  affected  by  the  ion  cloud  magnetically 
up-range  from  it.  The  recorded  signal  in  that  case  could  be  made  to 
correspond  directly  to  the  airglow  change  within  the  affected  region. 
Limiting  information  on  the  size  of  that  region  could  also  be  obtained. 
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